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Level Developments Ltd

Spencer Place

97-99 Gloucester Road
Croydon

Surrey CRO 2DN
United Kingdom

Calibration Report

Part Number:

SOLAR-2-05-2-RS232

Description : Dual Axis Inclinometer, £5°, R$232 interface
Accuracy @ 20°C: +0.01°

Serial Number: 194336

Date : 07/06/2023

Calibration Test - Readings in Degrees

1. +44 (0)20 86841400
f. +44 (0)20 86841422
sales@leveldevelopments.com

www leveldevelopments.com

Y Axis
Angle -5.00 -2.50 0.00 2.50 5.00
5.00 -5.001 -0.001 5.001
-5.000 -5.000 -5.001
2.50 -2.500 0.000 2.499
-2.501 -2.502 -2.502
g 0.00 -5.002 -2.502 0.000 2.499 5.001
> ) 0.000 0.000 -0.004 -0.002 -0.001
2.50 -2.499 0.000 2.499
2.497 2.497 2.498
5.00 -5.003 0.000 5.001
5.002 4.998 4.999
Test Voltage : 12Vdc
Measurement taken by : Eliseo
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Calibration Report

Level Developments Ltd
Spencer Place
97-99 Gloucester Road

Part Number :

SOLAR-2-15-1-RS232

Description :

Dual Axis Inclinometer, £15°, RS232 interface

Accuracy @ 20°C: +0.02°
Serial Number: 194058
Date : 30/05/2023

Calibration Test - Readings in Degrees

Y Axis
Angle -15.00 -10.00 0.00 10.00 15.00
15.00 -15.003 0.000 14.997
-15.003 -15.002 -15.002
10.00 -10.001 0.002 9.998
-10.001 -10.000 -10.000
§ 0.00 -15.002 -10.002 -0.001 10.001 15.001
< ) 0.001 0.000 0.001 0.001 0.000
10.00 -10.001 0.002 9.999
10.003 10.003 10.001
15.00 -15.003 0.001 14.997
15.002 15.005 15.002
Test Voltage : 12Vdc

Measurement taken by : Eliseo

t. +44 (0)20 86841400
f. +44 (0)20 86841422
sales@leveldevelopments.com

www.leveldevelopments.com
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Spencer Place
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Calibration Report

Part Number :

SOLAR-2-30-2-RS232

Description :

Dual Axis Inclinometer, £30°, RS232 interface

Accuracy @ 20°C:

+0.03°

Serial Number:

193923

Date :

12/06/2023

Calibration Test - Readings in Degrees

t. +44 (0)20 86841400
f. +44 (0)20 86841422
sales@leveldevelopments.com

www . leveldevelopments.com

Y Axis
Angle -30.00 -15.00 0.00 15.00 30.00
-30.000 0.000 30.001
-30.00
-29.993 -30.008 -29.989
15.00 -14.999 0.002 15.003
-14.999 -14.999 -14.998
g 0.00 -30.009 -15.001 0.002 15.004 30.008
¢ ) 0.001 0.002 0.002 0.002 0.001
15.00 -15.001 0.002 15.003
15.004 15.005 15.004
30.00 -30.000 0.000 30.002
30.007 30.012 30.005
Test Voltage : 12Vdc
Measurement taken by : Ritchard
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Calibration Report

Level Developments Ltd
Spencer Place
97-99 Gloucester Road
Croydon

Surrey CRO 2DN
United Kingdom

Part Number : 'SOLAR-2-45-2-RS232

Description : |Dual Axis Inclinometer, +45°, RS232 interface
Accuracy @ 20°C: +0.04°

Serial Number : j195075

Date : 113/06/2023

Calibration Test - Readings in Degrees

Y Axis
Angle -45.00 -30.00 0.00 30.00 45.00
-45.00 een
-45.023
30.00 -30.001 0.005 29.989
-29.995 -30.005 -29.993
&—n 0.00 -45.021 -30.006 0.000 30.005 45.022
) ) 0.000 -0.001 -0.002 -0.002 -0.001
30.00 -29.998 0.005 29.989
29.997 30.002 29.991
45.00 0.000
45016
Test Voltage : 12vVdc
Measurement taken by : Eliseo

t. +44 (0)20 86841400
f. +44 (0)20 86841422
sales@leveldevelopments.com

www . leveldevelopments.com



