
Calibration Report

Part Number :

Description :

Accuracy -10 to 60° : ±0.06°

Serial Number :

Date :

Zero Bias Temperature Calibration Test Results

Test Voltage : 24Vdc

Measurement taken by :

Signed :

29/07/2021

135429

Dual axis, ±15°, RS232, M9 connector with TC

VS-15-C-2-0

Level Developments Ltd

Spencer Place

97-99 Gloucester Road

Croydon

Surrey CR0 2DN

United Kingdom

t. +44 (0)20 86841400

f. +44 (0)20 86841422

sales@leveldevelopments.com

www.leveldevelopments.com
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